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Subcutaneous immunoglobulin (SCIg) therapy 

using Springfusor device 
 

1. Load syringe into Springfusor by firmly pushing plunger into the opening of the Springfusor device as 
shown. 

   
 

2. To secure the syringe in place, turn the barrel of the syringe at a 90 degrees angle, so that the wings at 
the base of syringe barrel are sitting securely in the device. 

 

  
 

3. Syringe should now be firmly inside the Springfusor as shown and will start delivering the SCIg infusion.  
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